An unusual complication after hyaluronate-based bioresorbable membrane (Seprafilm) application.
Recent developments in adhesion prevention have led to the introduction of a sodium hyaluranate-based bioresorbable membrane into clinical practice. Its application has been regarded as safe and efficient. We present three cases of postoperative acute aseptic peritonitis without an obvious etiology, which might have been related to this bioresorbable membrane during recent surgery. Surgeons should be aware of this kind of a complication that might be attributed to this product.